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1. Company i(ICntification-i

JDLBJL Manufiact'ring, Inc. SEP 1 0 2008
446 W. 1289" Place
Chicago, Illinois
Tel: 816-914-4871-7413
Fax: 77"3-264-5751

2. Official Corresponde.t

Jacquin C. Youngblood-Johnson (Ms.)
Post Office Box 277782
Riverdale, Iliinois 60827-7782

3. Date of Submission

September 2, 2008

4. Device Trade Name

Portable Supine Patient Support and Cassette Holder

S. Common Name

Scoliosis Supine Cassette Holder

6. Classsilica lion

Radiographic film cassette, Class 11 per CFR 892.1850.

7. Apphlcable Standard

Voluntary standard to which the Portable Supine Patriet Support arid Cassett
Holder conforms is: ISO 4090:2001

8. IntendedE Use

The Portable Supine Patient Support and Cassette Holder is a supine support
device intended to lay flat on a flat: surface to hold and position a rdiogaphi
cassette, also to hold and position a patient for radiograpfilc x-ray exposure. I
intended for medical use.



9. Description of Device

The Portable Sutipine Patient Support and Cassette Holder is a portable, non-
ionizing radiation device used. for scoliosis radiography of UIC spine. The devtc(
consists of a head support, a recmangular cassel:[e holder (94cmx40.5cm), which
will hold. the cassette, a foot support., and a renovahie cover iop on top of the
cassette holdder-

104. Substantial Equivaience to Predicate Device

the Portable Supine Pa~ti-ent Support a Cassette Holder is substantially
equivalent to Trimax Radiographic Cassette; 5' 10(K) numrber: K980722.

11. 1Technical Charactenstics

'T[h~e 'technical characteristics of the Portable Supine Patient Support and Cassette
H:older would be the. same as those .Ibr the predicate devic e for the cassette.
14owever, the cover 1top the patient will be posi rtied on. top of, for the
radiograph exposure, is made of carbon fiber matel. Singled layer of carbon
fiber material (2.76mm) meets the radiotranslu~cency reqnfiremens of 21' CFR
Ch. I J ! 020230 (n) Table 2 (2,008) criteria for "fTabletop, movable, without
·articulaed joints" as well as Tabletop, with.radiolucent panel having one
articulated joint" since it is not greater than 1.7mm Al equivalent The data
also indicates that a single layer does meet the radiotranslucency requiremenMt as
"Fabletop, stationary, Lwithout. articulated joints" since it does not exceed 1.2
mm Al equivalent. Data attached for tmo samples of carbon fiber material. I oni'
made reference to one sample in this writing because of space.

12. Who Will 1Ust Device

Children Hospitals, Regular Hospitals, Rehabilitation Institutions, Hospitals for

Crippled Children, Orthopedic Clinics. Chiropractic Offices, and Spinet Scolios
Clinics. h
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DEPARTMENT OF HEALTH & HUMAN SERVICES Public Health Service

77~~~~~~~~~~~~~~~~~ ~~~~~Food and Drug Admnisrto

9200 Corporate Boulevard
Rockville MD 20850

SEP 1 0 2008

Ms. Jacquin C. Youngblood-Johnson
President
JPI America, Inc.
141 - A Central Avenue
FARMINGDALE NY 11735

Re: K081557
Trade/Device Name: Portable Supine Patient Support and Cassette Holder
Regulation Number: 21 CFR 892.1850
Regulation Name: Radiographic film cassette
Regulatory Class: II
Product Code: IXA
Dated: May 22, 2008
Received: June 3, 2008

Dear Ms. Youngblood-Johnson:

We have reviewed your Section 5 10(k) premarket notification of intent to market the device
referenced above and have determined the device is substantially equivalent (for the indications
for use stated in the enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or to
devices that have been reclassified in accordance with the provisions of the Federal -Food, Drug,
and Cosmetic act (Act) that do not require approval of a premarket approval application (PMA).
You may, therefore, market the device, subject to the general controls provisions of the Act. The
general controls provisions of the Act include requirements for annual registration, listing of
devices, good manufacturing practice, labeling, and prohibitions against misbranding and
adulteration.

If your device is classified (see above) into either class II (Special Controls) or class III (PMA),
it may be subject to such additional controls. Existing major regulations affecting your device
can be found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In addition, FDA.
may publish further announcements concerning your device in the Federal Register.
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Please be advised that FDA's issuance of a substantial equivalence determination does not mean
that FDA has made a determination that your device complies with other requirements of the Act or
any Federal statutes and regulations administered by other Federal agencies. You must comply with
all the Act's requirements, including, but not limited to: registration and listing (21 CFR Part 807);
labeling (21 CFR Part 801); good manufacturing practice requirements as set forth in the quality
systems (QS) regulation (21 CFR Part 820); and if applicable, the electronic product radiation
control provisions (Sections 531-542 of the Act); 21 CFR 1000-1050.

This letter will allow you to begin marketing your device as described in your Section 510(k)
premarket notification. The FDA finding of substantial equivalence of your device to a legally
marketed predicate device results in a classification for your device and thus, permits your device to
proceed to the market.

If you desire specific advice for your device on our labeling regulation (21 CFR Part 801), please
contact the Office of Compliance at one of the following numbers, based on the regulation number
at the top of this letter:

21 CFR 876.xxx (Gastroenterology/Renal/Urology 240-276-0115
21 CFR 884.xxx (Obstetrics/Gynecology) 240-276-0115
21 CFR 894.xxx (Radiology) 240-276-0120
Other 240-276-0100

Also, please note the regulation entitled, "Misbranding by reference to premarket notification"
(21 CFR Part 807.97). For questions regarding postmarket surveillance, please contact CDRH's
Office of Surveillance and Biometrics' (OSB's) Division of Postmarket Surveillance at 240-276-
3474. For questions regarding the reporting of device adverse events (Medical Device Reporting
(MDR)), please contact the Division of Surveillance Systems at 240-276-3464. You may obtain
other general information on your responsibilities under the Act from the Division of Small
Manufacturers, International and Consumer Assistance at its toll-free number (800) 638-2041 or
(240) 276-3150 or at its Internet address http://www.fda.gov/cdrh/industry/support/index.html.

Sincerely yours,

Joyce M. Whang, Ph.D.
Acting Director, Division of Reproductive,

Abdominal, and Radiological Devices
Office of Device Evaluation
Center for Devices and Radiological Health

Enclosure



Indications ftr Use I'atc o1'

CENTE:R FOR DEVICES AND RADICOLO;ICAL, i. IIkA'I I

Indications for Use

510(k) Number (if knownX: 108 _55 7

Device Name: i.'ouable Su.rpi~ne !PaL iFnt Sup i,[: and Cassecce Ho lbdar

Indications fobr(-!;l1I no .i-pp -)r-)ort :i Itornded to lay f Lat on a surface Lt:
hold and pus it C[on rad i ograph i C. ca.;esst. _Lo: also [Lo holad and
pos t i an pa:t i e-t p a xposure Fa'r mdi Cat usE

Prescription Use / / " Over-The-Counter Use
AND/OR(Part 21 CUR 8011 Subpart D) (21 CFR 801 Subpart C)

(PLEASE DO NOT WRJTE BELOW THIS LINE--CONTIN UE ON ANOTHER IPAGE OF NEEDED)

(Division Sign-Off) Concurrence of CDRHI, Office of Device Evah]tion (ODE)
Division of Reproductive, Abdominal and
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